A biomechanical analysis of static progressive elbow flexion splinting.
We all have many occasions to splint the stiff elbow, especially to overcome flexion contratures, but the functional requirement of 130+degrees of elbow flexion is also an important clinical reality requiring end range splinting in no small number of cases. The author presents an analysis of the theoretical forces acting upon the elbow in two types of splints at various angles of flexion.